[About vibrations for use in chest physiotherapy. Experimental study].
The objective of the present study is to gauge mechanical and manual external vibrations for a rational use in chest physiotherapy. The observed frequencies are included between 22 and 100 Hz. The efficacy (significantly) is not yet proved and further studies are necessary to define the practical aspects of these vibrations.